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Motivation: Transiting Exoplanet Survey Satellite (TESS) 





• 600 - 1000 nm bandpass 


• Planet finder 

• 2017 Launch date (Cape Canaveral, FL) 

• Highly Elliptical Earth Orbit 

• 4 identical cameras 90° X 90° FOV 
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CHARMS: Operation and Capabilities 


• CHARMS is a minimum deviation refractometer 

• Five simple steps: 

1 . Measure the apex angle of the prism 

2. Establish the condition of min deviation 

3. Measure angle of undeviated beam 

4. Measure angle of deviated beam 

5. Compute deviation angle; compute index 
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CHARMS: Cryogenic Capabilities 
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CHARMS: data reduction and presentation style 
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Ohara Glasses 
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Ohara nomenclature example: 
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S-LAH55 vs. S-LAH55V 


S-LAH55V: Intra-melt Variability 
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Uncertainty variation 
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Estimated Uncertainty in S-LAH55V glass 
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S LAH55V1 VS. S LAH55V-2 
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S-LAH55, S-LAH55V, S-LAH59 
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S-TIH14 & S-NPH2 
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Index difference 


Index Comparison: Ohara MINUS CHARMS 

.Index difference: Ohara catalog MINUS CHARMS at 298 K 
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Ohara Optical Glass Catalog, http://Oharacorp.com/ 


Index difference 


Cryogenic Index Comparison 
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-PHM52: Yamamuro MINUS CHARMS 
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S-TIH14: Yamamuro MINUS CHARMS 
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Yamamuro, T. et al., Optical Engineering 45(8), 083401 (2006) 


Conclusions 
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